Videotape recording system for use with the slit lamp biomicroscope.
Previous attempts at capturing slit lamp biomicroscopy observations on videotape have had a limited success due to high expense, poor resolution, and/or insufficient light. A slit lamp biomicroscope-videotape recording system which incorporates current technology is described. Although the system is used primarily for contact lens research, other applications for the eye care practitioner are described.